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Abstract A novel layer-by-layer assembly of graphene
sheets and gold nanoparticles modified carbon fiber electrode
(GE/Au/GE/CFE) was successfully fabricated and applied to
simultaneous determination of dopamine (DA) and uric acid
(UA). The structure of GE/Au/GE/CFE was characterized by
scanning electron microscopy (SEM). It was observed that the
gold nanoparticles were homogeneously assembled between
the two layers of GE sheets. Cyclic voltammetry (CV) mea-
surements elucidate that GE/Au/GE/CFE has higher electro-
catalytic activity for the oxidation of DA and UA when
compared with graphene modified carbon fiber electrode
(GE/CFE), and graphene and gold nanoparticles modified
carbon fiber electrode (Au/GE/CFE). Simultaneous determi-
nation of UA and DA onGE/Au/GE/CFEwas conducted with
a differential pulse voltammetry technique, and two well-
defined and fully resolved anodic oxidation peaks were ob-
served. Anodic oxidation currents of DA and UA are linear
with their concentration in the range of 0.59–43.96 μM and
12.6–413.62 μM, respectively. Moreover, the composite elec-
trode displays high reproducibility and selectivity for the
determination of UA and DA.
Keywords Gold nanoparticles . Graphene . Dopamine .
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Introduction
Dopamine (DA), one of the most important catecholamine
neurotransmitters, exists in the mammalian central nervous
system at very low concentrations and plays a significant
role in central nervous, endocrine, and cognitive func-
tions. Brain tissues will be severely impacted when the
level of DA fluctuates. Deficiency of DA may result in
serious neurological disorders, such as Parkinson’s dis-
ease and addiction [1–4]. Uric acid (UA), the primary
end product of purine metabolism, is present in biolog-
ical fluids such as blood or urine. Abnormal levels of
UA are symptoms of several diseases such as gout and
hyperuricemia [5, 6]. Therefore, it is important to deter-
mine these species. Since DA and UA are electroactive
materials, electrochemical methods appear to be suitable
for their quantitative determination. Moreover, electro-
chemical methods are highly sensitive, easily operable,
and cost effective [7–11]. However, a major problem
that inhibits electrochemical determination is that UA
and DA have similar oxidation potential at most of the
conventional solid electrodes. In the actual samples, UA
presents in concentrations much higher than DA [12, 13].
Therefore, it is critically important to prepare a sensitive
and accurate electrode for simultaneous determination of
UA and DA.
Graphene–metal nanoparticles composite has attracted
extensive attention in recent years in many fields such
as sensor and fuel cells [14, 15]. Gold nanoparticles,
which are usually applied to bimolecular immobiliza-
tion, have many advantages such as excellent catalytic
activity, huge surface area, effective mass transport, and
hospitable environment. Furthermore, they can serve on
electron tunnel to promote electron exchange at
electron/protein interface [16, 17], and thereby gold
nanoparticles have found many applications in biosen-
sors [18, 19]. Graphene (GE), a one-atom-thick sp2-
bonded carbon sheet, has attracted tremendous attention
in recent years due to its large amount of edge-plan-like
defects and large specific surface area [20–22]. The
elusive two-dimensional structure of GE contributes to
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numerous unique electronic properties, such as the quantum
Hall effect and transport via relativistic Dirac fermions [23,
24], making GE possess high electron conductivity and good
biocompatibility. The combination of GE and gold
nanoparticles can increase electrode surface and enhance op-
tical, electronic, and catalytic properties. Moreover, GE and
gold nanoparticles offer synergistic effects in their composite
electrocatalytic applications [14, 24]. Li et al. [25] developed
GE and gold nanoparticles modified electrodes which can
selectively determine DA with a high detection limit
(1.86 μM). To the best of our knowledge, there have been
no reports about the fabrication and application of GE and
gold nanoparticles layer-by-layer modified electrode for si-
multaneous detection of DA and UA.
In this work, GE and gold nanoparticles were assembled
into a layer-by-layer structure on the carbon fiber electrode,
which was endowed with large surface area and high electron
transfer ability. The graphene sheets and gold nanoparticles
modified carbon fiber electrode (GE/Au/GE/CFE) was used to
simultaneously determine UA and DA. For comparison, the
electrocatalytic performance of graphene modified carbon
fiber electrode (GE/CFE), and graphene and gold
nanoparticles modified carbon fiber electrode (Au/GE/CFE)
towards UA and DA oxidation was also studied.
Experimental
Reagents and materials
Graphite powder, disodium hydrogen phosphate, and sodium
dihydrogen phosphate were obtained from Sinopharm
Chemicals Reagent Co., Ltd. (China). Uric acid and dopamine
were purchased from Acros Organics and used as received. All
chemicals were of analytical reagent grade. All solution was
prepared with secondary distilled water. Graphene oxide (GO)
nanosheets were prepared according to the literature [15, 26].
Apparatus
The morphology of obtained electrodes was characterized by
emission scanning electron microscopy (SEM) (S-4700; Hitachi
High Technologies Corporation, Japan). A CHI650D electro-
chemical workstation (Shanghai Chenhua Instrument Plant,
China) was used to take the electrochemical experiments. A
standard three-electrode configuration, consisting of
obtained sample electrodes as the working electrodes,
a platinum wire with a diameter of 0.5 mm as the
counter electrode, and a saturated calomel electrode
(SCE) as the reference electrode, was used throughout
the experiment. Also, 0.1 M phosphate buffer solution
(PBS) (pH=7.0) was used as an electrolyte solution. All
experiments were carried out at room temperature.
Electrode preparation
The preparation of 0.5 mg/mL GO nanosheets solution
was as follows: 10 mg obtained GO was dispersed into
10 mL of secondly distilled water under ultrasonic bath
for 90 min. Impurities were centrifuged from this sus-
pension. The obtained GO ink (0.15 mL) was dropcast
onto CFE and then dried in air. The GO on CFE was
reduced at a constant potential of −0.9 V in Na–PBS
(0.1 M, pH=4.1) solution, and then gold nanoparticles
were deposited thereon by reduction of 0.3 mM HAuCl4
solution at a constant potential of −0.2 V with a certain
electric quantity of 6.0×103 C calculated as 4.08 μg.
Subsequently, the GO ink (0.15 mL) was again dropcast onto
the above obtained electrode and dried in air, and then reduced
at a constant potential of −0.9 V in Na–PBS (0.1 M, pH=4.1)
solution to obtain a GE/Au/GE/CFE composite electrode
(shown in Scheme 1). Preparation of GE/CFE or Au/GE/CFE
was similar to GE/Au/GE/CFE just using GE or Au and GE as
the precursor instead of GE, Au, and GE. The electrode area
immersed into the solution is 1 cm×360 μm.
Scheme 1 Illustration of the
fabrication of GE/Au/GE/CFE
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Results and discussion
Characterization of obtained electrodes
The morphology of the obtained electrodes was examined by
SEM. Figure 1a shows the surface morphology of GE/CFE. It
can be seen that GE uniformly wraps on the surface of
CFE. Many wrinkles are observed on the surface of the
electrode, indicating the increase in superficial area of
the GE/CFE electrode. Figure 1b is the image of
Au/GE/CFE. The image shows that gold nanoparticles
are well distributed to form a nanocomposite on the
surface of GE sheets. The sizes of Au nanoparticles
are homogeneous, and the distribution of nanoparticles
is very uniform and dense. The SEM image of
GE/Au/GE/CFE is shown in Fig. 1c. It can be seen that
GE layer likes filmy gauze wholly coated on the surface
of gold nanopart icles, and wholly wraps gold
nanoparticles. There are no aggregation of GE sheets
and free gold nanoparticles. Furthermore, an increase in
the surface roughness is observed, which gives rise to
much higher active surface area for Au/CFE, and thus
enhances its electrochemical activity.
Figure 2 shows the CV responses of the three elec-
trodes in 10 mM Fe(CN)6
3/4+0.1 M KCl solution. A
pair of poor redox peaks is observed in the CV response
of GE/CFE, indicating a poor electron transfer at the
interface of GE/CFE. Compared with the CV response
of GE/CFE, an obvious increase in the redox peak
current and a narrow peak potential difference are ob-
served in the CV response of Au/GE/CFE, suggesting
that the introduction of gold nanoparticles can enhance
the electrochemical activity of obtained electrode. This
may contribute to the huge surface area of gold
nanoparticles. A pair of well-defined redox peaks with
the smallest peak potential separation of about 100 mV
can be observed in the CV response of GE/Au/GE/CFE.
The enhanced peak current intensity and the smallest
peak potential separation may be due to the high electric
transfer kinetics and the huge surface of GE/Au/GE/CFE [1].
Fig. 1 SEM images of a GE/CFE, b Au/GE/CFE, and c GE/Au/GE/
CFE electrodes
Fig. 2 CVs of Au/GE/CFE, GE/CFE, and GE/Au/GE/CFE electrodes
recorded in 10 mM Fe(CN)6
3−/4−+0.1 M KCl solution at scan rate of
50 mV/s
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Cyclic voltammetric detection of UA and DA
Figure 3a and b shows the CV responses of DA and UA on
GE/CFE, Au/GE/CFE, and GE/Au/GE/CFE, respectively.
In Fig. 3a, for 0.5 mM DA solution, the anodic oxidation
peak currents are 80 μA, 110 μA, and 150 μA for GE/CFE,
Au/GE/CFE, and GE/Au/GE/CFE, respectively. In Fig. 3b,
for 1.0 mM UA solution the anodic peak current at GE/CFE
is 150 μA, which becomes as low as 25 μA with the
Au/GE/CFE and 50 μA with the GE/Au/GE/CFE. The an-
odic peak potential of UA at GE/CFE is more positive
compared with that of the other two electrodes. Different
electrodes are used to simultaneously determine UA and DA
in 0.1 M PBS (pH=7.0) solution containing 0.25 mM UA
and 0.25 mM DA by CV. Figure 3c shows the electrocata-
lytic oxidation CV responses of UA and DA in the mixture
solution on GE/CFE, Au/GE/CFE, and GE/Au/GE/CFE
electrodes. As can be seen, two well-defined peaks at
0.3 V and 0.15 V are observed for all the CV responses of
different electrodes. Towards UA and DA electrooxidation,
the GE/Au/GE/CFE shows the highest oxidation currents of
100 μA and 80 μA, while the oxidation currents are 70 μA
and 50 μA, and 50 μA and 40 μA for Au/GE/CFE and
GE/CFE, respectively. The above result indicates that
GE/Au/GE/CFE shows higher electrocatalysis response to
the oxidation of UA and DA. The reason may be that the
higher specific surface area and the larger amount of edge-
plan-like defects of GE/Au/GE/CFE can provide more ac-
tive sites for the oxidation of UA and DA as compared with
other electrodes and be conducive to the separation of DA
and UA. Additionally, GE is a highly conductive material,
and gold nanoparticles can promote electron exchange. The
composited GE and gold nanoparticles offer synergistic
effects in electric catalytic applications.
Effects of scan rate on the oxidation of UA and DA
The effects of scan rate (υ) on the electrocatalytic activity of
GE/Au/GE/CFE towards oxidation of UA and DA have
been investigated by CV (Fig. 4a, b). It can be seen that
both the peak potentials (Epa) and peak currents (Ipa) are
dependent on the scan rate. When the scan rate increases,
small positive shifts in the UA and DA oxidation peaks are
observed, suggesting that the adsorption of UA and DA
does not occur on GE/Au/GE/CFE in 0.1 M PBS (pH=
7.0) solution. For both UA and DA, the redox peak currents
Fig. 3 CV responses of GE/CFE, Au/GE/CFE, and GE/Au/GE/CFE in 0.1 M PBS (pH=7.0) containing a 0.5 mM DA, b 1.0 mM UA, and c
0.25 mM UA and 0.25 mM DA. Scan rate: 50 mV/s
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gradually increase as the scan rate increases, and a linear
relation between the anodic currents and the square root of
scan rates at the range of 20–200 mV/s can be observed. The
linear equations are expressed as follows:
Ipa μAð Þ ¼ 28:53u1 2= mV s=ð Þ  47:82 DAð Þ; Ipa μAð Þ
¼ 19:70u1 2= mV s=ð Þ þ 1:205 UAð Þ;
with linear relative coefficients both of 0.995. The above
results indicate that the oxidation of UA and DA on
GE/Au/GE/CFE is a diffusion-controlled process. In addi-
tion, the electrode reactions of DA and UA are quasi-
reversible as the redox peaks potentials vary with the scan
rates [13].
Effects of pH on the oxidation of UA and DA
The effects of solution pH on the peak currents and
peak potentials of UA and DA oxidation are studied by
differential pulse voltammetry (DPV). The results are
shown in Fig. 5a and b. As shown in Fig. 5a, the
oxidation potentials shift negatively with the increase in the
solution pH, and the slopes of −54 and −58 mV/pH for DA
and UA in the pH range of 3.0–9.0 are obtained. These slopes
are close to a Nernst system, defined as −59 mV/pH at 25 °C,
implying that the total number of electrons and protons taking
part in the charge transfer is the same, that is, for the oxidation
of DA and UA two electrons and two protons are involved,




























The oxidation peak current of UA increases as the pH
value increases up to 6.0 and then decreases quickly with
continue increasing of pH. By comparison, the oxidation
peak current of DA decreases as the pH is increased. The pH
Fig. 4 CV curves of GE/Au/GE/CFE in 0.1 M PBS (pH=7.0) solution containing 0.25 mM DA (a) and 0.5 mM UA (b) at different scan rates of
20, 40, 60, 80, 100, 120, 140, 160, 180, and 200 mV/s. Inset: plot of peak current versus the square root of scan rate
Fig. 5 Dependence of the a anodic peak potentials and b anodic currents as a function of the solution pH for 0.5 mM DA and 0.8 mM UA
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value of human blood and urine is close to 7.0, thus 0.1 M
PBS solution with pH=7.0 is chosen for simultaneous de-
termination of UA and DA.
Simultaneous determination of UA and DA
As shown by the above results, the difference in the oxidation
peak potentials for DA and UA is large enough for separation
and simultaneous determination of DA and UA in a mixture.
DPV has been used to simultaneously determine UA and DA at
GE/Au/GE/CFE. The electrooxidation processes of DA and
UA in the mixture are evaluated when the concentration of
one species changes and the other one keeps constant. Figure 6a
depicts the DPV curves of various DA concentrations at
GE/Au/GE/CFE in presence of 0.15 mM UA. As shown in
Fig. 6a, the oxidation currents of UA show small change when
DA concentration increases; it indicates that the addition of DA
does not affect the determination of UA. The inset in Fig. 6a
depicts the linear relationship between the oxidation peak cur-
rents and DA concentration in the range of 0.59–43.955 μM.
The corresponding linear regression equation is defined as Ipa=
37.4099+0.5996CDA (R=0.992), and the lower detection limit
for DA is observed to be 0.59μM(S/N=3), which is lower than
previously reported results [27–29]. Meanwhile, a similar ex-
periment was conducted with UA in the presence of 8 μMDA.
In Fig. 6b, although the oxidation currents of DA
change when UA concentration increases, the determi-
nation of UA is not affected. As shown in the inset of
Fig. 6b, the linear relationship between the oxidation
peak currents of UA and the UA concentration is de-
fined as Ipa=24.262+0.1001CUA (R=0.997) in the range
of 12.6–413.62 μM and the lower detection limit is observed
to be 12.6 μM (S/N=3), which is lower than what was
previously reported [28, 29]. The above results show that
GE/Au/GE/CFE is well response for the determination
of DA and UA.
Reproducibility and interference of GE/Au/GE/CFE
In the reproducibility tests, GE/Au/GE/CFE was used to
repeatedly (n=6) determine 0.14 mM DA and 0.42 mM
UA in the mixture solution. It is found that the relative
standard deviations (RSD) for DA and UA are 1.25 % and
2.36 % indicating the excellent reproducibility of the pre-
pared composite electrode. The measured currents of the
electrode maintain at 96.6 % for DA and 96.1 % for UA
after 7 days. The test about the influence of various
interferents that may exist in the real samples on the deter-
mination of DA and UA was also carried out. When 10-
times concentration of NaCl, KCl, NaNO3, ascorbic acid,
glucose, urea, and NH4Cl were added into the mixture of
0.25 mM UA and 0.25 mM DA, no obvious interference
was observed (shown in Table 1), demonstrating the good
anti-interference ability of as-fabricated GE/Au/GE/CFE
composite electrode. It is worth to mention that the interfer-
ence for DA is lower than that of UA, which may be
attributed to the π–π interaction between the phenyl struc-
ture of DA molecule and the two-dimensional hexagonal
carbon structure of GE [30].
Fig. 6 DPV curves of a 0.15 mM UA with different concentrations of DA and b 8 μM DA with different concentrations of UA. Insets: plots of
oxidation currents versus the concentration of DA and UA, respectively







NaCl 0.67 % 2.10 %
KCl 2.18 % 1.66 %
Ascorbic acid 2.30 % −1.80 %
NaNO3 3.40 % 3.90 %
NH4Cl −0.70 % −5.06 %
Glucose −1.75 % −3.69 %
Urea 1.87 % 3.10 %
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Conclusion
In summary, a novel electrode based on layer-by-layer as-
sembly of GE sheets and gold nanoparticles has been de-
veloped by simple electrochemical reduction of GO and
potentiostatic electrodeposition of gold nanoparticles onto
GE sheets. The prepared GE/Au/GE/CFE composite elec-
trode was used to simultaneously determine UA and DA. It
is found that two clear and well-separated oxidation peaks
are observed in the determination of UA and DA at
GE/Au/GE/CFE as compared with the other two electrodes.
The introduction of GE and gold nanoparticles and the
structure of GE/Au/GE/CFE increase the effective
electroactive surface area, and also enhance the ability of
electron transfer. Additionally, the low detection limit and
wide detection range evince that the developed electrode is
of high selectivity and good reproducibility towards UA and
DA determination. Moreover, the fabrication of the devel-
oped electrode is low cost and easy workable.
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